The influence of intermittent forces during daytime application of the SIII appliance.
Daytime application of the SIII appliance results in mainly intermittent forces. Permanent force occurs only for a few minutes, if at all. These intermittent forces may be as high as 40 N in individual cases. Depending upon the patient's activity and temperament, 10 to more than 100 intermittent force impulses per minute can occur. The intermittent forces account for the therapeutic effects found in young patients.